Objective: The fenestrated Anaconda endograft (Vascutek, Renfrewshire, Scotland) was introduced in 2010 and showed promising short-term results with high technical success and low morbidity rates. The aim of this study was to present the midterm results, with a minimum of 12 months follow-up, for all patients treated with the fenestrated Anaconda endograft in The Netherlands.
Endovascular aneurysm repair (EVAR) has evolved rapidly since its introduction in 1991, and the majority of patients with an abdominal aortic aneurysm (AAA) are now treated by endovascular means. 1 However, up to 30% of all patients with AAAs are not suitable for treatment using standard infrarenal endografts because of complex anatomy, including short infrarenal neck length (<15 mm), severe angulation (>60 ), or aneurysms that involve important (visceral) side branches. 2 To overcome these technical difficulties, the concept of fenestrated EVAR (FEVAR) was developed and successfully introduced in 1999. 3 Subsequent advances in FEVAR treatment and techniques have resulted in successful treatment of not only short-neck infrarenal and juxtarenal aneurysms, but also thoracoabdominal aneurysms with increasing anatomic complexity. [4] [5] [6] [7] Most of the current knowledge is based on the Zenith custom-made fenestrated endograft (Cook Medical Australia, Brisbane, Queensland, Australia). The fenestrated Anaconda endograft (Vascutek, Renfrewshire, Scotland) was introduced in 2010, and initial reports on use of the fenestrated Anaconda were published in 2011 and 2012 by Bungay et al. 8, 9 The Dutch Fenestrated Anaconda Research Group subsequently published the short-term results of the first 25 patients treated in The Netherlands. 10 The possible advantages of the fenestrated Anaconda were explored, and the data showed promising short-term results with high technical success rates and low morbidity. However, durability has yet to be proven because there are no mid-and longer-term data available regarding this new fenestrated device. A larger number of patients have now been treated using the fenestrated Anaconda in The Netherlands. The aim of this study was to present an update of the previous cohort and subsequent patients treated, and to present the midterm results of this larger cohort.
METHODS
Design of the study. Patients who underwent exclusion of an aneurysm with a fenestrated Anaconda endograft in The Netherlands between May 2011 and February 2015 were included. The current population in The Netherlands is approximately 17 million people; 49.6% is male, and 15.6% is aged 65 and over. Data were collected in the respective hospitals and retrospectively analyzed. All patients were assessed preoperatively using multislice detector computed tomography angiography (CTA). Patients were treated in accordance with current international treatment guidelines. 11, 12 Indications for FEVAR included unsuitable anatomy for conventional EVAR (short-neck length [<15 mm], hostile proximal sealing zone, or important aortic side branches involved in the aneurysm) and was ultimately decided by the treating physician. The procedures were performed in either a hybrid suite equipped for both interventional radiology and open surgical procedures or a surgical theater using a recent generation mobile C-arm. Followup consisted of CTA at 1 month and 1 year, and duplex ultrasound yearly thereafter with additional CTA if indicated using a standard protocol. The standard CTA protocol included noncontrast, early (arterial), and delayed contrast series. In case of a suspected endoleak on duplex ultrasound during follow-up, a subsequent CTA was performed. All patients who were included had at least 12 months of follow-up except for those who died before reaching the 1-year follow-up.
The fenestrated Anaconda endograft. A detailed description of the fenestrated Anaconda and possible advantages compared to other fenestrated devices have been published previously. 8, 10 The fenestrated Anaconda is a repositionable customized device for individual patient use based on the Anaconda AAA endograft system. 13 There are a number of theoretical advantages compared with other devices, including the following.
(1) It is repositionable after full deployment, allowing for accurate deployment and repositioning of the endograft body and its fenestrations. (2) Fenestrations are placed in the unsupported region maximizing the area available and potentially allowing for easier alignment and subsequent cannulation of target vessels.
The lack of columnar strength combined with a ringed distal design might also allow for treatment of more angulated and stenotic anatomy. A range of configurations is currently available allowing for the device from one fenestration up to five fenestrations, although a maximum of four fenestrations were used in this study. Also, the addition of an augmented valley (comparable to a scallop), and either a bifurcated or a tube design add further possibilities to enable treatment of AAAs with a varying range of complex anatomy.
Stent implantation. The procedural details have been published previously. 10 In short, bilateral femoral access was obtained either percutaneously or by cutdown. All patients were heparinized perioperatively. After introduction and deployment of the fenestrated main body, the fenestrations and target vessels were cannulated and angiography performed to confirm the position. If not satisfactory, the main body would be collapsed and repositioned to achieve a more satisfactory position. Once in place, the target vessels were cannulated with balloon expandable covered stents using standard endovascular techniques. Finally, the endograft was completed by placing the limb extensions, and a completion angiogram was performed. In case of a type IA or III endoleak on the completion angiogram, repeat angioplasty was performed at the respective site of the endoleak if possible. Residual type IA endoleaks after repeat angioplasty were accepted.
Definitions. Juxtarenal was defined as an aneurysm that abuts the renal arteries, but does not involve the renal arteries (no normal sized aorta between upper extent of aneurysm and renal arteries).
14 Short neck was defined as an aneurysm with a normal portion of the aorta between the upper extent of the aneurysm and lowest renal artery, and with a neck length <15 mm.
Clinical success (midterm) was defined as successful deployment of the endovascular device at the intended location without type I or III endoleak, graft infection or thrombosis, aneurysm expansion (diameter >5 mm), aneurysm rupture or conversion to open repair, graft migration, a failure of device integrity, or death as a result of aneurysm-related treatment. 14 Technical success was defined as successful introduction and deployment of the device in the absence of surgical conversion or mortality, type I or III endoleaks, or graft limb obstruction.
Statistics. Continuous variables are described as mean and standard deviation or median and interquartile range in case of skewed data. To test for normality a Kolmogorov-Smirnov test was performed. Differences between continuous variables were tested using a paired Student t-test or Mann-Whitney U test in case of skewed data. Survival and intervention free survival analysis were conducted using Kaplan-Meier estimates. Two-sided P values of <.05 were considered significant. Statistical analysis was performed using SPSS statistics v 20.0 (IBM Corporation, Armonk, NY).
RESULTS
A total of 60 patients were treated in 13 sites located in The Netherlands. The mean age was 72 6 7 years, and 52 of these patients were male (86.7%). Patients treated were mainly classified as American Society of Anesthesiologists III (60.0%) because of significant comorbidities. Full demographics are shown in Table I . The median number of procedures per hospital was 4.5 (1-7). The majority of patients (n ¼ 48; 80.0%) were treated for juxtarenal aneurysms, while the remaining 12 (20.0%) were short-neck aneurysms. Mean proximal neck length was 6 6 4 mm. Mean aneurysm diameter was 64 6 9 mm. Two (3.3%) aortouniiliac devices were used; the remaining 58 (96.7%) were bifurcated devices. Data on the specific device configurations are summarized in Table II . About one-half of the endografts had a twofenestration design (56.7%) incorporating the renal arteries. Mean operative time was 262 6 96 minutes with a median contrast dose of 178 mL (range, 70-380 mL). The option to reposition the main device was used in 41 cases (68.3%). Upper access was used in 18 (30.0%) patients. Patients had a median total length of stay of 6 days (4-9).
Perioperative complications occurred in 14 patients and
(n ¼ 1), and lower leg compartment syndrome (n ¼ 1), with a total 30-day morbidity rate of 25.0% (n ¼ 15). 30-day mortality rate was 3.3% (n ¼ 2). Cause of death was postoperative bowel ischemia in one patient, which is described in detail previously 10 and unknown in the second patient. Median follow-up was 16.4 months (interquartile range, 11.9-27.4). There was no loss to follow-up. Postoperative (temporary) decrease in renal function was observed in 18 patients (30.0%). Long-term renal dysfunction was found in four patients (6.7%), of which two patients had preexisting renal dysfunction. One patient (1.7%) required dialysis treatment. In the longer term, there was a minor but significant decline in estimated glomerular filtration rate (eGFR in mL/min) from Table III . Five patients died during follow-up. Cause of death was pneumosepsis (n ¼ 1), congestive heart failure (n ¼ 1), cardiac arrhythmia (n ¼ 1), hemorrhagic cerebral vascular accident (n ¼ 1), and unknown (n ¼ 1). Kaplan-Meier survival estimates for 1-year, 2-year, and 3-year survival were 91.4%, 89.5%, and 86.3%, respectively. Kaplan-Meier patient survival analysis is shown in Fig 1. There were no aneurysm-related deaths after 30-days follow-up. One patient suffered bowel ischemia perioperatively as previously described. The other patient died 1 month postoperatively after being discharged on the fifth postoperative day and before having the 1-month follow-up CTA. Cause of death remains unknown. The patient did have signs of a type IA endoleak at completion angiogram, and, therefore, we cannot exclude the possibility of aneurysm-related death. One patient experienced a rupture 1 year postoperatively because of a type III endoleak. The patient experienced the rupture while traveling abroad and was admitted to a local hospital. CTA was performed that showed dislodgement of a renal fenestration stent, and the patient underwent successful emergent open surgery and reconstruction with a tube graft. There were two graft migrations reported. In the first patient, this occurred 1 month postoperatively and resulted in bilateral occlusion of the renal arteries, after which the patient required dialysis treatment. In the second patient, graft migration occurred 3 months postoperatively with subsequent dislocation of the stents to the right renal artery (RRA), left renal artery (LRA), superior mesenteric artery, and celiac trunk. The patient underwent open revascularization of both renal arteries and the celiac trunk. There was one left iliac limb occlusion at 17 months, which was successfully treated by surgical thrombectomy and subsequent endarterectomy of an atherosclerotic left common femoral artery. Therefore, primary and secondary endograft patency rates were 98.3% and 100%, respectively. There were no graft infections. No kinking of the main body or limbs occurred. A total of 140 fenestrations were incorporated to accommodate the target vessels; 136 fenestrations were successfully cannulated and stented (97.1%). During follow-up four target vessels occluded in three patients (RRA, n ¼ 2; LRA, n ¼ 2). For the target vessels, primary patency was, therefore, 95.0%. Two of the occluded target vessels were successfully treated by endovascular means. Therefore, secondary target vessel patency was 98.6%.
In total, 27 (45.0%) patients had an endoleak on either the perioperative completion angiogram or on the discharge CTA, including type IA (n ¼ 7, 11.7%), type II (n ¼ 18, 30.0%), and type III endoleaks (n ¼ 2, 3.3%). Technical success was, therefore, 85.0%. The majority of the endoleaks resolved spontaneously. At 1-year followup, only four (6.7%) type II endoleaks persisted. As mentioned above, one late type III endoleak led to subsequent aneurysm rupture and conversion to 
DISCUSSION
The presented midterm data on the fenestrated Anaconda endograft indicate the device to be a viable alternative for the treatment of patients with complex AAAs. The midterm clinical success and patency rates are high with a low reintervention rate and no proven aneurysm-related mortality during follow-up. A 30-day mortality rate of 3.4% (n ¼ 2) was achieved in this cohort, which is comparable to midterm results with the Zenith custom-made fenestrated endograft (Cook Medical Australia). 5, 15, 16 The option to reposition the graft after initial deployment was frequently used (68.3%). This feature can be helpful in complex anatomy where precise positioning is paramount. On the other hand, caution was advised in using this feature because of the possible induction of thromboembolic events, as was the case in the patient who developed bowel ischemia (n ¼ 1). In this larger cohort, fortunately, no additional perioperative thromboembolic complications were observed. Procedure time and contrast dosage compare with other devices currently used.
4,17,18
Compared with earlier reports, there is a high incidence of endoleaks, including type IA and type II endoleaks. 8, 10 This also explains the "low" technical success rate of 85.0%. As described in our previous report, it was hypothesized that early type IA endoleaks seem to disappear spontaneously, possibly because of the specific endograft top stent design. This is believed to be due to increased embedding of the proximal stents with the vessel wall in time, providing improved apposition and sealing after initial device deployment. The increased embedding occurs as the stent material temperature increases to body temperature following deployment, causing the stent's radial force to increase, while the vessel conforms locally to the shape of the stent. In the longer term, it is known that the stents continue to embed over the months following implantation. This hypothesis holds true in the current series, where 10 early type I endoleaks were observed. Obviously, in case of a type IA endoleak attempts were made to correct this intraoperatively either by repositioning the endograft or by re-ballooning the proximal seal. The latter is only possible in a four-fenestration design where there is enough room above the fenestrations. Obviously, it is not advocated to readily accept type IA endoleaks. However, a type IA endoleak that persisted despite attempts to correct this was accepted, and patients underwent standard follow-up including 1-month CTA and subsequent reintervention if appropriate. In this cohort, no type IA endoleak persisted and no reinterventions were necessary.
In this cohort one rupture did occur because of a type III endoleak, for which the patient was successfully converted to open surgery. The patient was traveling abroad at the time of the event and was, therefore, treated in a local hospital. The correspondence notes dislodgement of a renal fenestration and subsequent type III endoleak and rupture. This patient had a shortneck infrarenal aneurysm (proximal neck length of 6 mm) and was treated with a two-fenestration endograft (RRA and LRA). The procedure was uneventful, and the follow-up imaging showed a type II endoleak but no other signs of complications up to the event. Noteworthy, there was no indication of migration. The proximal oversize in this case was 16.7%. In this specific case, there was, however, an increase of the aneurysm sac diameter of 2 mm at the 6-month follow-up CTA, which should prompt caution but not necessarily immediate reintervention for the known type II endoleak. The treating physician made numerous efforts to obtain the imaging performed at the time of the event, ultimately without success and unfortunately the exact cause for stent dislodgement remains unclear.
Analysis of the data did not show any significant differences in demographics, endograft configuration, or perioperative variables between the "endoleak" and "no endoleak" groups, which is in part due to the still relatively small numbers. The consensus that type II endoleaks can be safely managed conservatively seems to hold true in the current series, especially if there is a stable or decreasing aneurysm diameter. Type III endoleaks also spontaneously resolved. Re-evaluation of these type III endoleaks showed they were actually type II endoleaks that had been misinterpreted at the time of original analysis. All of these had been diagnosed on the perioperative completion angiography, and the 1-month follow-up CTA, however, did not show any type III endoleaks. In total, five (8.3%) patients underwent either an endovascular or an open reintervention during follow-up as discussed in the Results section, which is relatively low compared with other reports of FEVAR. 5, 15, 16 Four patients showed a decline in renal function postoperatively with patent side branches, and during follow-up, there was a minor, but significant decrease in renal function (eGFR in mL/min) preoperatively 60.0 (57.0-77.5) to 57.5 (41.8-75.8; P < .05) at final follow-up visit. In a subanalysis excluding those patients with known renal disease, there was also a significant decline in renal function (eGFR in mL/min) during follow-up of 70.0 (60.0-83.0) to 60.0 (50.8-84.5; P < .05). In one patient, the main device migrated causing dislocation and subsequent occlusion of both renal arteries. In this case, a short-neck infrarenal aneurysm was treated (proximal neck length 5 mm) using a three-fenestration device (RRA, LRA, and an ancillary LRA). No cause for the migration was identified; the procedure was uneventful without signs of endoleak on completion angiography, and the device was adequately oversized by 21.4%. In spite of a reintervention aimed to restore renal artery perfusion, only the ancillary LRA was successfully recanalized, and the patient became dialysis dependent. This in part explains the drop in eGFR. Second, contrast induced nephropathy might also have contributed. Previous studies have shown a decline in renal function to be a significant risk after FEVAR, as is the case in this cohort. 19 Given patients with renal complications after FEVAR are at risk for dialysis or even death, maximal efforts should be undertaken to reduce contrast dosage. Also, advances in techniques, including advanced imaging and perioperative guidance, 20 experience, and perioperative care are important to minimize these effects. The current results are comparable to results with the most commonly used fenestrated endograft (Cook Zenith custom-made). Midterm results using the Cook device showed similar all-cause mortality (13.0%) and 30-day mortality (2.6%) rates, as well as similar contrast dosages and procedure times. The reported visceral primary branch patency was 92.0% at 46 months. 15 30-day mortality of 1.5% in 67 patients using the Zenith fenestrated AAA endovascular graft. In this cohort, there were no early type IA endoleaks and one late type IA endoleak, which was successfully treated by coil embolization, and 16 patients had a type II endoleak (29%). In the current cohort, there was a higher incidence of endoleaks regardless of the type. However, the difference is largely explained by the early type IA endoleaks (11.7%) with a comparable incidence of type II endoleak (30.0%).
The present study has several limitations. The data were prospectively collected in the respective hospitals, but retrospectively analyzed. As with any new device, a learning curve is to be expected, although all treating centers and physicians had extensive experience with complex endovascular procedures. With a total of 13 centers in The Netherlands participating, the median number of procedures for each center is limited. However, a subanalysis of the centers with the lowest number of procedures did not show a significant increase in serious adverse events or mortality. The cause of death remained unknown in three patients. These deaths are likely not aneurysm related, however, no definitive statements can be made to this regard. Specifically, in the patient who died before having the 1-month follow-up CTA, assuming the worst possible outcome, he would have had a rupture because of the small type IA endoleak on completion angiogram. This, however, is considered unlikely, given the experiences with other type IA endoleaks as presented. Unfortunately no postmortem examination was performed. Given the still relatively small sample size, no predisposing factors for adverse outcomes (eg, which type IA endoleaks require intervention) could be identified. Further studies are needed to identify those patients at risk and clarify indications for reintervention.
CONCLUSIONS
The fenestrated Anaconda is a viable treatment option for complex AAAs. Acceptable mortality and morbidity and low reintervention rates contributed to good midterm results. Occurrence of early type I endoleak was relatively common, but these resolved spontaneously in all patients. 
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